Background
Recently a GZP6 high dose rate afterloading unit, with 60 Co sources, manufactured by the Nuclear Power Institute of China (NPIC), 1 has been introduced to the radiotherapy centers of Iran. The GZP6 brachytherapy unit uses six 60 Co source braids in six channels, as described in one of our previous publications. 2 These units are utilized for treatment of cancers of the cervix, rectum, esophagus and nasopharynx. 2 Unlike 192 Ir sources, the 60 Co has a relatively higher half life and lower specific activity, which makes it unfavorable as an high dose rate (HDR) source. However, higher exposure rate constant of 60 Co (13.2 Rcm 2 /mCi h versus 4.69 Rcm 2 /mCi h) and larger source size, multiple source versus a single source, compensate some of the deficiencies. 3 Moreover, a longer half life source reduces the need for frequently changing the source, which is an advantage for some countries such as Iran. This isotope has advantage in those countries where various sources are not commercially and widely available. Besides, 60 Co sources have higher air kerma rate constant than other brachytherapy sources. The rectum and bladder are two radiosensitive organs adjacent to the target volume in patients who are treated for vaginal or cervical cancers. 4 It is recommended that the dose received by these organs during therapeutic sessions should be identified. 5 The International Commission of Radiation Units and Measurements (ICRU) in its report number 38 recommended clear definition of the rectum and bladder reference points in the implemental procedures. The rectum and bladder dose in reference to point A dose should be limited to 80% of prescribed point A dose based on the recommendations of the report. 5 There are various studies on TG-43 dosimetric evaluation of the parameters, as well as tabulated dose rate distributions of GZP6 sources. [6] [7] [8] [9] Mesbahi et al. have evaluated radial dose function for three GZP6 brachytherapy 60 Co sources. They have compared the Monte Carlo calculated radial dose function values with those obtained from GZP6 treatment planning system and their results have shown that there is a good agreement between the Monte Carlo and treatment planning system values, except for points close to the source. 6 Mesbahi and Naseri have calibrated three GZP6 sources through an in-air measurement of air kerma rate. They have compared air kerma rate values obtained from measurement with those provided by the GZP6 manufacturer. The manufacturer provided air kerma rate values at 1 m distance were 6.195, 6.78 and 5.44 cGy/s for sources 1, 2 and 3, respectively. The corresponding measured air kerma rate values were 6.18, 6.95, 5.58 cGy/s. The measured data for all the three sources were in agreement with the data provided by the GZP6 manufacturer. 7 Bahreyni et al. have determined air kerma strength of a GZP6 source through Monte Carlo simulation and measurement and GZP6 treatment planning system. When considering the large uncertainty incorporated with the GZP6 treatment planning value, the air kerma strength values determined by the three methods were in agreement. 2 Naseri and Mesbahi have verified dose distribution of GZP6 treatment planning system through simulation of three GZP6 sources. In their study, the dose distributions calculated by the GZP6 treatment planning system were validated, but at the points near the sources and beyond the tip of the sources the agreement between the Monte Carlo and GZP6 treatment planning results was not good. 8 Hariri Tabrizi et al. have derived TG-43 parameters for GZP6 sources in a comprehensive Monte Carlo study of the sources. Their results can be used for validation of the GZP6 treatment planning system and also for introduction of a complementary software for this system. 9 However, the GZP6 treatment planning system still performs the treatment planning based on Sievert integral and there are several prefixed treatment plans with predesigned dwell positions and dwell times in tandem and ovoids for gynecological implants. Therefore, a clinical application of these units requires in vivo dosimetry for a more accurate evaluation of dose received by normal organs at risk, for patients who are being treated by this system.
Despite a detailed dosimetric evaluation of the GZP6 system with the most recently available recommendations by the American Association of Physicists in Medicine (AAPM) task group No. 43 (TG-43) report, 10 there had been no clinical available on this system at the time that this study began. Particularly, for the pre-fixed plans, knowing the bladder and rectal dose arising from intracavitary treatments of cervical cancers by this unit would be useful for clinical evaluation of the unit.
AIM
The goal of the present investigation is to present the retrospective evaluation of the measured bladder and rectal dose in 40 intracavitary brachytherapy procedures in 28 patients with cervical or vaginal cancer who underwent treatment by a GZP6 60 Co afterloading unit, between June 2009 and November 2010.
This report will provide a guideline for our future procedures.
Materials and methods

Patients
These investigations include a total number of 40 intracavitary brachytherapy procedures that were performed on 28 patients with cervical or vaginal cancers. These patients had undergone a combined external beam radiotherapy and HDR brachytherapy with a GZP6 afterloading unit at the Reza Radiotherapy and Oncology Center, in the period between June 2009 and November 2010. The measurements of rectal and bladder doses on these patients were performed using TLD. All the intracavitary HDR treatments were performed under general or partial anesthesia depending on the patients' situations.
In accordance with the guidelines of our institutional ethical committee, written consent of patients were obtained before measurements were carried out. In these investigations, coordinates of dose prescription point for each patient were based on the anatomy of the patient and extent of the disease. Fig. 1 shows the schematic diagram of the applicator, prescription points, and other points of interest in cases of cylindrical applicator, pair ovoids and a tandem plus two ovoids. The origin of the coordinate system for each applicator combination is also evident in this figure. 
TLD calibrations
All TLDs (TLD-400 chips used for the rectum and TLD-100 microcubes used for the bladder dosimetry) were calibrated in 10 × 10 cm 2 fields of a Theratron Phoenix cobalt teletherapy machine. The TLDs were positioned at 0.5 cm depth in a cubic 20 cm × 20 cm × 10 cm Perspex phantom in the calibration process. The calibration was performed for dose of 1 Gy and in the next step dose response of the TLDs was evaluated for 1-20 Gy and 1-11 Gy dose ranges, respectively for TLD-400 chips and TLD-100 microcubes. The output of the cobalt unit was regularly calibrated by a 0.6 cc farmer type ionization chamber (model NE 2581). Calibration procedure consisted of three stages to determine ECC (element correction coefficient) and RCF (reader correction factor). The TLDs were read by a Harshaw TLD reader (model 3500) 24 h after irradiation. Standard time temperature profile (TTP) defined for reading of TLD-100 and TLD-400 chips were applied. The annealing process of TLDs was performed at 400 • C for 1 h followed by a 2 h heating at 100 • C.
3.3.
In vivo measurements
A pilot study for a number of patients with respect to measurement of rectum dose by TLD-100 chips showed that there are cases in which the rectum dose measured by the TLDs are higher than 10 Gy value which is the upper dose limit for this type of TLDs. However, TLD-400 (CaF 2 :Mn) has a linear response and can be used for a wider dose range (0.1 Gy-100 Gy) to respond to low dose as well as high dose values. Hence, TLD-400 (Harshaw/Bicron, Solon, OH) with 3.2 mm × 3.2 mm × 0.9 mm dimensions was used for rectum dose measurements. According to our pilot study, the bladder dose was not high and therefore microcubes of TLD-100 (LiF:Mg, Ti, Harshaw/Bicron, Solon, OH) sized 1 mm × 1 mm × 1 mm were employed for the purpose of bladder dose measurements. For the rectum dosimetry, 10 TLD-400 chips were inserted in a hollow sterile plastic tube designed to cover an overall length of the rectum equal to 12 cm. 0.9 mm long plastic spacers were utilized to maintain the spacing between the ten chips. The total length of the rectum tube was about 17 cm, including a 12 cm length containing 10 TLDs and an interval of 5 cm including a plastic spacer without any TLD.
To measure bladder dose, three TLD-100 microcubes were used. The microcubes were inserted in a hollow sterile plastic tube designed for this purpose. The outer diameter of the tube was 3.2 mm. The total length of the bladder tube was 8 cm. This length was divided into two parts: the first 5.5 cm space was filled with a plastic spacer and the second part included three TLDs. Intervals of 1 cm were maintained by inserting plastic spacers between the TLDs. The tubes designed for the rectum and bladder were inserted into the patients' rectum and bladder before insertion of the sources, when the applicators were being inserted. The tubes were fixed by attaching to the application set up.
Results
Dose-response of the TLDs
The dose-response curves for the TLDs (type 400 and type 100) are shown in Fig. 2 . As evident from this figure, the dose given to the TLDs was plotted versus measured dose over a dose range of 1-20 Gy for the type 400 and 1-11 Gy for type 100 TLDs. As evident from Fig. 1(a) for the TLD-400 chips, the slope of the fitted line to the data points (0.9691) is very close to unity. So in our further measurements of rectum dose, the measured dose by the TLD-400 chips, in the dose range of 1-20 Gy, could be considered equal to the actual dose received by the TLDs. For the TLD-100 microcubes, the following equation was fitted to the dose response data ( Fig. 1(b) ):
Since the slope of the above linear function is different from unity, in our further measurement of bladder dose, we have utilized this equation to convert the measured dose by the TLDs to the actual dose received by them. Reported bladder doses in this work are converted dose values derived from Eq. (1).
In vivo measurements
The results of in vivo dose measurements during 40 sessions of insertions are listed in Table 1 . The table also includes the treatment details for each session.
Percentage measured maximum rectal and bladder dose of patients normalized to the dose at the point of dose prescription was divided into different ranges. The results are presented in Table 2 . As evident in this table, the relative maximum dose to the rectum in 29 insertions (72.5% of treatments sessions) and to bladder in 18 insertions out of 40 (45% of treatments sessions) are higher than the value of 80%.
Discussion and conclusion
In this study, the dose to the rectum and bladder of cervical or vaginal patients treated by a GZP6 brachytherapy unit were measured. It has been recommended by the ICRU and the American Brachytherapy Society that the maximum dose to the rectum and bladder in intracavitary treatment of vaginal or cervical cancer should be lower than 80% of the prescribed dose to point A (point of dose prescription in the Manchester system). 5, 11 In summary, our results showed that out of the total number of 40 insertions, the maximum rectum dose in 29 insertions (72.5% of treatments sessions) and the maximum bladder dose in 18 insertions (45% of treatments sessions) were higher than the 80% of prescribed dose to the point of dose prescription. This may be related to either the experience of cardiologists or to GZP6 treatment planning system. A more detailed study in this field is required to illuminate the cause. In brachytherapy departments, dose to the rectum and bladder is determined during treatment planning procedures by radiography, but there are studies reporting discrepancies between radiography and in vivo measurement methods. [12] [13] [14] [15] Since in vivo dosimetry is a method that estimates dose to the rectum and bladder through measurements in real conditions, in vivo measurement of rectum and bladder doses of patients for all therapeutic sessions could be clinically useful. Performing patient dosimetry in each session, in which the dose to the rectum and/or bladder may be high, will provide an option to reduce the overall dose to the rectum and/or bladder which is the summation of doses over the sessions given to a particular patient. GZP6 treatment planning system has no option to define stepping sources for ovoid applicators. It is not possible either to apply time weighting for different dwell positions in the stepping sources which are used in tandem applicators in this system. However, there are other methods to reduce rectal and bladder dose: using ovoids with shields, changing the treatment plan, reducing the number of brachytherapy sessions, etc. Although in this study, the averaged measured maximum doses to the rectum and bladder were respectively 7.62 and 5.17 Gy, there are also other studies in which the identified doses to these organs were higher than 5 Gy, 13, [16] [17] [18] which is a common prescribed dose to point A in the Manchester system. The present retrospective study was based on the evaluation of brachytherapy treatments performed by a GZP6 afterloading system during a limited period of time at the Reza Radiotherapy and Oncology Center. At the Reza Radiotherapy and Oncology Center, the rectum and bladder doses are not measured routinely but are calculated by radiographs. Our results will encourage more actions to reduce rectum and bladder doses in this center, as well as other centers in Iran which are using GZP6 unit. Following the publication of our results, the treatment team in the Reza Radiotherapy and Oncology Center and other radiotherapy centers in Iran which are using this system may have an evaluation on the treatments performed by the GZP6 unit. This evaluation will have an impact on their treatment strategies in the future brachytherapy practice involving the GZP6 afterloading system.
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